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Abstract. With the growing diabetes epidemic, retina specialists have
to examine a tremendous amount of fundus images for the detection
and grading of diabetic retinopathy. In this study, we propose a first
automatic grading system for diabetic retinopathy. First, a red lesion
detection is performed to generate a lesion probability map. The latter
is then represented by 35 features combining location, size and probabil-
ity information, which are finally used for classification. A leave-one-out
cross-validation using a random forest is conducted on a public database
of 1200 images, to classify the images into 4 grades. The proposed system
achieved a classification accuracy of 74.1% and a weighted kappa value
of 0.731 indicating a significant agreement with the reference. These pre-
liminary results prove that automatic DR grading is feasible, with a
performance comparable to that of human experts.

1 Introduction

In 2025, it is expected that 333 million diabetic patients worldwide will require
annual retinal examination for the screening and monitoring of diabetic retinopa-
thy (DR) [1]. This leaves retina specialists with a tremendous number of fundus
images to examine and out of which only about 10% will reveal signs of DR
[2]. Moreover, human examination of these images is subjective and affected by
inter-reader variability.

Our research goal is to develop an automatic triage system that can identify
images with suspected signs of DR and sort it according to its severity level based
on clinical classification as in [3]. Images deemed suspect are then sent, together
with the computed severity level, to the retina specialist for examination.

Many studies have been conducted for computer-aided detection of DR using
a lesion detection step [2, 4–6]. However, to our knowledge, these methods have
only been tested for screening, to distinguish images with and without DR.

Recently, our group proposed a new method for the simultaneous detection of
microaneurysms (MA) and hemorrhages (HE) in color fundus images [7], based
on novel dynamic shape features. The proposed method achieves competitive
performances in detecting lesions as well as in detecting images with at least one
sign of DR as opposed to images without DR.

The objective of this study is to go one step further by proposing an auto-
matic grading system for DR capable of classifying the images according to DR’s
severity levels.
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2 Method

The proposed method starts by computing a red lesion probability map using
the output of the lesion detection proposed in [7]. Then, the optic disc (OD) and
fovea positions are detected as well as OD’s radius. Using all this information,
image features are extracted and used to classify the image according to DR’s
severity level. The different steps are presented in the following subsections.

2.1 Red lesion probability map

Starting from an input image, the red lesions detection is performed according to
the method described in [7]. Briefly, all local minima darker than the background
are identified in the green channel of the image and considered as candidates.
Then, color and dynamic shape features are extracted for each candidate and
used for its classification. The latter is performed using a random forest trained
on images for which a manual segmentation of the lesions is provided. Finally,
the classifier returns, for each candidate, a probability of being a lesion.

Because the public dataset used in the present study does not provide a
per-lesion segmentation as required for the training of the classifier, we used a
private set of 143 images annotated by 2 retina experts. This dataset contains
JPEG compressed 45o fundus images aquired through a telemedecine platform,
thus using a variety of retinographs, mostly models of Zeiss, Topcon, Canon
and DRS cameras. The resolution, reported in terms of number of pixels on the
radius of the retinal region of interest (noted R) varies between 700 and 1620
pixels. Among the 143 images, we count 1071 annotated MAs and 313 HEs.

At this point, a candidate is a group of pixels corresponding to a local mini-
mum. The edges of such a candidate do not delineate a contextual object. Since
classifications of DR’s severity level distinguish MA from HE, information on the
size of the candidates is required. Thus, a candidate segmentation is performed
using the watershed algorithm and the gradient of the image’s green channel.

Once a candidate is properly delineated, the candidate probability is at-
tributed to each of its pixels. This results in a red lesion probability map.

2.2 Optic disc and fovea detection

The spatial distribution of the lesions is an important feature in clinical classi-
fications of DR’s severity level. Thus, to evaluate the position of the lesions in
the probability map, an image-specific anatomical frame is built using the OD
and fovea’s positions as well as OD’s radius.

To detect the OD, we estimate of OD’s center position using the method
based on vessels directional entropy map [8]. To refine the position and estimate
OD’s radius, a convolution with a multiscale ring shaped matched filter is per-
formed in a limited area around the estimated position. The filter’s position and
radius that maximize the response are finally selected to model the OD.

Using the resulting OD’s information, a fovea search area is constructed using
anatomical priors [9]. In this limited area, a mean filter is applied to smooth the
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image. Finally, the fovea’s center position is defined as the centroid of the regional
minimum in this search area.

2.3 Image features

According to clinical DR’s severity scales, such as the American Academy of
Ophtalmology’s [3], the severity level is based on the number of lesions, with
distinction between MA and HE, and their spatial distribution in the retina. At
this step, we need to represent the lesion probability map by a fixed size vector of
features derived from a variable number of lesion candidates, some of which not
corresponding to real lesions. We thus propose to combine the lesions likelihood
using the following features computed across all candidates:

– the distance between the fovea and the per-candidate center of mass (PCCM):

PCCM =

(∑M
j=1 pjXj
∑M
j=1 pj

,

∑M
j=1 pjYj∑M
j=1 pj

)
(1)

with Xj and Yj the coordinates of the centroids of the M non-zero candidate
regions in the probability map, divided by OD’s radius,

– the mean probability over the M candidate regions,
– the highest probability in the map,
– the 10-bins probability histogram of the candidate regions whose size is less

than 0.0001×R2,
– the 10-bins probability histogram of the candidate regions whose size is

greater than 0.0001×R2.

Because there is no clear criteria to differentiate MA from dot HE in fundus
images, we considered an empirical threshold of 0.0001xR2 on the lesions size to
distinguish MAs from HEs. However, to take even more into account the lesions
size, the following additional features are computed across all candidate pixels:

– the distance between the fovea and the per-pixel center of mass (PPCM):

PPCM =

(∑N
i=1 piXi∑N
i=1 pi

,

∑N
i=1 piYi∑N
i=1 pi

)
(2)

with Xi and Yi the coordinates of the N non-zero pixels in the probability
map, divided by OD’s radius,

– the mean probability over the N pixels,
– the 10-bins probability histogram normalized to R2.

In total, the probability map is summarized in a vector of 35 features.

2.4 Image classification

Based on the described features, images are classified using a random forest. We
empirically set the number of trees to 500, and the number of features to be
selected at each node to the squared root of the number of features.
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3 Material and experimental setup

This preliminary study is conducted on a public dataset, the Messidor dataset
[10]. It is composed of 1200 color fundus images acquired using a variety of
retinographs. The image resolution is comprised between 870 pixels and 1400
pixels on the ROI diameter. We used this database because it is the only public
one that provides a DR grading of the images. In fact, two labels are provided for
each image in the dataset: the retinopathy grade and the risk of macular oedema.
In this study, we only use the retinopathy grade as a reference, a description of
which is provided in Table 1 together with the number of images for each grade.

Table 1: Retinopathy grade in Messidor database

Grade Description Nb Images

R0 (NMA = 0) AND (NHE = 0) 546

R1 (0 < NMA ≤ 5) AND (NHE = 0) 153

R2 (5 < NMA < 15) AND (0 < NHE < 5) AND (NNV = 0) 247

R3 (NMA ≥ 15) OR (NHE ≥ 5) OR (NNV > 0) 254

NMA, NHE , NNV : number of MAs, HEs and neovessels (NV), respectively

To evaluate the proposed methodology, a leave-one-out cross-validation is
performed. At each iteration, 1199 images are used to train a RF model and
the single remaining image is used for testing. This step is repeated until all the
1200 images have been used for testing.

The confusion matrix is computed between predicted and reference retinopa-
thy grades. Moreover, classification accuracy and agreement between the pre-
dictions and the reference using the weighted kappa value [11] are calculated to
quantify the performance of the proposed automatic grading system.

Table 2: Confusion matrix for retinopathy grade between the reference standard and
the automatic grading system

Automatic grading

R0 R1 R2 R3 Total

R0 498 6 35 7 546

R1 92 18 41 2 153

R2 40 7 172 28 247

R3 12 0 41 201 254

Total 642 31 289 238 1200
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4 Results

The confusion matrix is provided in Table 2. Overall, 91% of R0 images, 12% of
R1 images, 70% of R2 images and 79% of R3 images are correctly graded. The
classification accuracy is of 0.741 and the weighted kappa value is 0.731 indicating
a good and statistically significant (95%) agreement between the predictions and
the reference.

In Table 3, the classification accuracy and the weighted kappa value are
reported in comparison with the performance of two retina experts (A and B)
taken from the evaluation of Sanchez et al. [5] on the same set of images.

Table 3: Classification accuracy and agreement between Messidor reference, human
experts [5] and the automatic grading system (AGS)

Accuracy Weighted κ [95% CI]

Reference Expert B Reference Expert B

Expert A 0.730* 0.711*
0.755* 0.694*

[0.733-0.780]* [0.664-0.725]*

Expert B 0.681* -
0.637*

-
[0.604-0.670]*

AGS 0.741 -
0.731

-
[0.689-0.772]

(*) values taken from [5]

Figure 1 illustrates 3 misclassified images together with their probability
maps. Among R0 images graded by the system as R2 and R3, several images
show an important reflection of the nerve fiber layer. In fact, in such cases, the
vascular network around the macula is interspersed with reflections, leading to
several false positive lesion detections. Also, in R0 images where the choroidal
vasculature is highly visible, segments of these vessels are falsly detected as
lesions leading to false positive images. Among R2 and R3 images graded by the
system as R0, several images show no visible MAs nor isolated HEs but blood
leaking from large vessels. These HEs are directly linked to large vessels and the
dynamic shape features are not discriminant enough to classify it as lesions.

5 Discussion

The results of this preliminary study demonstrate the feasibility of an automatic
grading system for DR. With a classification accuracy of 0.741, most of the R0,
R2 and R3 images are correctly graded. R1 images seem to be the most difficult
to grade, even for human experts. In fact, the expert B in [5] graded only 3
R1 images correctly. Both human expert B and the proposed automatic system
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identify R1 images mostly as images without DR (146 and 92 R1 images are
graded as R0 respectively by expert B and our system). Nevertheless, these false
negatives correspond to observable DR and according to clinical classification
schemes [3], these cases do not need to be referred to a specialist.

In the literature, very few attempts to automatically grade DR’s severity
levels have been conducted so far. Unfortunately, the method in [12] was evalu-
ated on a private dataset so no direct comparison can be made with our results.
Acharya et al. reported a classification accuracy of 85.2% [13], however their
method is validated only on a subset of 180 images of the Messidor database.

The image features used in this study are inspired from the criteria of clinical
classifications of DR’s severity level, such as the one in [3], which differ from the
grading scheme of the Messidor database. Indeed, in Table 1, the spatial distri-
bution of the lesions is not taken into account, whereas in [3], this information
is crucial for the classification of images with severe non proliferative DR. Thus,
the two distance features proposed in this study might be introducing misleading
information for the Messidor classification. Moreover, the American Academy of
Ophtalmology (AAO) proposes a classification into 5 severity levels, instead of 4
in Messidor. These differences could partly explain the misclassified images. In
future work, we aim at building a fundus image database with DR grading pro-
vided by human experts according to the clinical classification of the AAO. This
dataset could then be used to train and validate an automatic grading system
such as the one proposed in this study.

The proposed image grading system is based on a previously validated au-
tomatic detection of MAs and HEs. Nevertheless, several lesions are still missed
from the detection, particularly large HEs leaking from larger vessels. Moreover,
in the proposed method, the neovessels which are signs of proliferative DR are
not detected yet. This explains partly why not all R3 images are classified cor-
rectly. To reduce the number of missed R2 and R3 images, future work will focus
on the detection of these specific lesions.

Even though the proposed system does not achieve very high accuracy, its
performance is highly comparable to that of human experts. The agreement
between the automatic grading and the reference of the Messidor database is
exactly in the range of the agreement between independant human experts and
the same reference [5]. In fact, as mentioned in [5], human grading of DR is sub-
jective and depends on the reader’s experience. This finding emphasizes the need
for an automatic grading system that could reduce the inter-reader variability.

6 Conclusion

The goal of this study was to propose an automatic grading system for diabetic
retinopathy, using the output of a validated red lesion detection method. Evalu-
ated on a public database of 1200 images by leave-one-out cross-validation, the
proposed system achieved an accuracy of 74.1%. Its performance is in the range
of inter-experts variability, proving the feasibility of an automatic DR grading
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Fig. 1: Exemple of 3 misclassified images (on the left) with their color-coded lesion
probability map (on the right). The 2 upper images are graded as R3 and R2 respec-
tively while the reference is R0. The bottom image is graded as R0 while the reference
is R3 because of the large HE delimited in white on the original image.

Automatic Grading of Diabetic Retinopathy on a Public Database 103



system. Future work will focus on the detection of neovessels and large HEs to
improve the classification performances.
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